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Abstract
This paper outlines the rapid application development of a Healthcare Telematics System application for use in emergency ﬁrst
response vehicles on the Service Oriented Architecture model using an OSGi framework. OSGi facilitates the development of
application modules at the knowledge level thus encouraging quick creation and prototyping of services. In this paper, we have
built a prototype application for use in Medical Telematics to provide remotely placed doctors at hospitals with patient FIRs to
enable supervised emergency medical care by paramedics even before the patients reach the hospitals.
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1. INTRODUCTION
The evolution of both mobile and Local Area Network (LAN) technologies offers better opportunities for support-
ing the inter-operation between mobile devices and devices residing in a LAN. In this paper, we focus on wireless
enabled medical equipment and LAN devices in medical environments. By inter-operation, we mean the ability for
mobile medical devices, such as pacemakers and gastric stimulator’s, to discover and connect with available medical
LANs to provide ﬁrst hand data to doctors and physicians to help them monitor patients health and issue emergency
responses. The past few years have produced innovative health oriented networking and wireless communication
technologies, ranging from low power medical radios that harvest body energy to wireless sensor networks(WSNs)
for in home monitoring and diagnosis. Systems built to facilitate these medical environments have the capabilities to
semantically discover the desired medical devices and sensors based on their physical and functional characteristics,
and use their services for exchanging the measurement results over the network and produce a higher level of interpre-
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tation of these results. Every year emergency medical situations cause hundreds of injuries and life-long disabilities.
Precious lives are lost due to the delay to transfer patients and vital medical information to the hospital. The usual
scenario in a ﬁrst response emergency vehicle involves frantic communication between the medics and the emergency
response initiators/good Samaritans. Vital information such as patient symptoms or patient location can be lost leading
to wrong case assessment. The time the patient spends in the vehicle is critical time lost by the medical professionals
at the hospital. Another major concern with ﬁrst response systems is that a patients vitals cant be monitored by the
medical professionals who will be treating the patient as soon as he/she will arrive at the hospital. The ﬁrst look they
get at the patient is when they are wheeled in.
From the ODRA ﬂood 1997, the high speed train crash in ESCHEDE 1998, the DANUBE ﬂood 1999 and the
ELBE ﬂood in 2002 experience reports were collected. They were analyzed with emphasis on data and work ﬂow in
the medical treatment and its command system [1]. The results showed that the use of spoken radio communication
causes transmission mistakes or misunderstandings as well as time to setup the connection for each call leads to loss
of precious time. Manual distribution of the data also leads to a time shift in the up-to-date-information. These
results demonstrate that continuous and reliable data transmission as well as up-to-date transportation is necessary for
medical response teams.
2. LITERATURE REVIEW
Telematics is the integrated use of telecommunication and informatics technology. Telematics is considered the
next-wave of mobile computing with the development of embedded computing platforms capable of running general
purpose applications [5]. Earlier reports have predicted the telematics industry to evolve into a $41 Billion industry
within the current decade [6]. Using telematics, information can be collected from the vehicles and can be transmitted
to the control center where the data can be used for various applications as well as sending back various commands
to the vehicle [7]. In - vehicular Telematics Systems combine mobile computing and telecommunication services
using mobile computers, palm devices and smart phones. Information with centralized command is accessed through
wireless links such as GSM and WAP methodologies [8]. Some Middleware [10] methodologies are COBRA, DCOM
and Jini. Though early middleware used to be transaction oriented (IBMs CICS) the current technology consists of
object-oriented middleware with higher level service oriented abstraction (Jini) [8]. The Java based Open Source
Gateway initiative ( OSGi). OSGi is known to be a dynamic module system that allows:
• Modularisation ( through dynamic modules called as Bundles)
• Visibility of bundle content. (Public, Private API)
• Dependencies between bundles
• Version control of modules
• Simple deployment, Composition and Software Management. [12]
Using OSGi has several beneﬁts. Due to small component sizes, it makes it easier to build. Having independency (not
coupled) between components gives the option of reusability. Through Eclipse Equinox we are open to a number of
services such as Event admin, HTTP services, Log services, User/Wire admin etc. [12]. Advantages of OSGi are:
• Incremental update of server function
• Ability to run multiple versions simultaneously
• Class loading performance
• Sharing of components across client and server [13]
The OSGi Alliance which governs the OSGi speciﬁcations and standards introduces a layered model.
• Bundles - Bundles are the OSGi components made by the developers.
• Services - The services layer connects bundles in a dynamic way by offering a publish-ﬁnd-bind model for plain
old Java objects.
• Life-Cycle - The API to install, start, stop, update, and uninstall bundles.
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• Modules - The layer that deﬁnes how a bundle can import and export code.
• Security - The layer that handles the security aspects.
• Execution Environment - Deﬁnes what methods and classes are available in a speciﬁc platform. [14]
Many OSGi implementations exist in the market. Equinox is the Eclipse (IDEs) OSGi open source implementation
whereas ProSystTMis a commercial version .
3. METHODOLOGY
Service Orientation and Services aggregation form the core of the methodology that has been used in development
of this Health care Telematic Application. A distributed system was implemented using an SOA based prototype
application which utilizes an OSGi container as the framework. The OSGi framework is well suited for the dynamic
capabilities required for the distributed system utilizing the JAVA class loader architecture for deploying the services
at runtime. Figure 1 gives a graphical overview of the distributed nature of the serves required by the application.
Fig. 1. Overview of Patient Monitoring system Application
The system is initiated by the emergency caller who provides the location of the distress call using a cellular
network through his/her mobile device. This location is saved in the database connected to the server and the ﬁrst
response team is dispatched over the internet, through TCP/IP, to the distress location. The ambulance picks up the
patient at this location. The ambulance then begins the Patient Monitoring Services(PMS). The services included in
the PMS are video streaming, patient health monitoring and audio communication through VOIP. The GPS navigation
service created earlier in [4] has been aggregated to provide a navigation system to the ambulance as well. These
services utilize an ad-hoc network, built to provide the services with connectivity to the internet. The data path
(TCP/IP) for the ad-hoc network to access the internet is provided by the cellular data (3G). These services are
published as remote services. The IP cameras ﬁtted in the ambulance provide the streaming functionality. The
patient monitoring is implemented through network enabled medical capture devices. Microphones either built in the
cameras or standalone hardware can be used for the VOIP communication. For the navigation system, the ambulance
uses location data it attains from a GPS satellite via a GPS receiver. These services are accessed by the medical
professional/s at the hospital through the internet over TCP/IP using wired or wireless networks. The embedded
security features in the OSGi framework is utilized to prevent access by unauthorized personnel. These services are
presented in the form of a Graphic User Interface (GUI).
4. APPLICATION SCENARIO
To demonstrate the use of the prototype application, we have deﬁned a particular use-case scenario where, a
good Samaritan/relative initiates an emergency call on witnessing a person going into cardiac arrest. The healthcare
providers receive this call and immediately dispatch a ﬁrst response team to rush to the location of the call, place the
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patient in an ambulance and transport him/her to the hospital for treatment. In an ideal scenario, the ambulance would
reach the hospital within a short period of time where the patient would be rushed into the OT for treatment. But in a
real world scenario an ambulance, due to trafﬁc and unforeseen hurdles, takes time to reach the hospital. This leads
to the patient spending more time in the ambulance and that much less time in the hands of the doctor. We propose to
build a prototype system application to help doctors monitor the vitals of the patient and begin their analysis/treatment
remotely to help give the patient as much aid as possible while he/she is in the ambulance. The services we propose
to build for our application will help the remote medical professional/s receive the vital information they need in a
continuous and timely manner without delay in the transmission of data. The information will be available in two
separate GUIs. The Doctor Speciﬁc GUI will contain the services for patient monitoring while the TCM speciﬁc GUI
will contain the navigation services.
Fig. 2. Service Diagram for Patient Monitoring System (PMS)
5. APPLICATION SERVICES
In emergency situations involving cardiac arrests it is essential for the medical professional/s to continuously
monitor and evaluate the vitals of the patient. If the doctor at the hospital does not receive these vitals in a timely
manner which could render the actions performed thereof too little, too late. We propose to use video streaming over
IP cameras to get a visual feed on the patient to analyze symptoms that cannot be communicated via graphs or data as
well as directly communicate with the ﬁrst response medics to get an accurate ﬁrst hand report of the situation. This
will also be a good method of analyzing the way, ﬁrst response teams carry out medical protocols.
To help the emergency response vehicle drivers take the most convenient and trafﬁc free route to the hospital, the
transport control center will be ﬁtted with video streaming services to provide up to date trafﬁc and route information
to the driver. A GPS system will provide the current position data to the control center to help navigate the ambulance.
Also a visual indication will be implemented to show the staff at the emergency ward the Expected Time of Arrival
(ETA) of the ambulance to help them prepare the stretchers and other required medical equipment to transport the
patient into the operation theatre. The services are detailed below,
Secure Login: The secure login service will ensure that only the medical professionals with authorization can gain
access to the system through the usernames and passwords that they have been issued by the hospital management.
This will prevent unwanted individuals to access the system.
Video Streaming: This is a core OSGi service that has been built from the ground up. No proprietary software has
been used for the development of this service. It has been speciﬁcally built for applications that are intended to be
lightweight and portable. The safety of the video stream from hacking is ensured by the embedded security features in
the OSGi framework. This service will put the Doctor directly in touch with the ﬁrst response medic and will provide
a visual feed to the patient. IP cameras will be used with ﬁltering to ensure good quality video streaming with as close
to a 1:1 streaming ratio possible. We have decided not to use any proprietary software to prevent infringing on any
copyright or EULA laws. Also proprietary software bundled with hardware usually contains features which, for this
system would be considered as bloat-ware.
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Patient Medical Monitoring: To provide the doctor with up to date, continuous feedback of the patients vitals, the
OSGi framework will be pre-conﬁgured to provide a common platform for any wirelessly enabled medical monitoring
device to send its data over the ad-hoc network and display the captured information in the form of graphs or gauges
in as useful a manner as possible. The beauty of systems built on Service Oriented Architecture comes to light in
applications such as this, where the underlying structure of the OSGi framework makes the system interoperable. Any
network enabled medical capture device, built by any manufacturer, just needs to register itself with the framework
of the system and the system will recognize the device, slot it into its array of services and provide the device with
a platform to record and display its data. Whatever be the platform that the medical device has been built on does
not pose a hurdle, since the cross platform exchange of messages by the services in SOA based systems ensures that
the services built on different platforms work together in harmony. This is one of the major advantages provided by
the OSGi framework to provide interoperability with different networks [2]. For our prototype application, due to the
unavailability of real time medical data monitoring we have used open source medical data to simulate the services
the doctor would view.
Patient Speciﬁc Devices: This service will be used for speciﬁc patients who have been retro ﬁtted with any medical
monitoring device such as insulin pumps, cardiac deﬁbrillators etc. On receiving permission from these devices, they
can be slotted into the framework and be provided as a service. The doctor will have the option of viewing data from
this source as well. In our test scenario we have provided the option of enabling this service but an actual connection
to a device could not be made due to unavailability. Testing was done using Simulation Data as shown in Figure 3(a).
Audio Communication: The IP cameras can utilize their microphones to provide voice over IP (VOIP) audio
communication. The use of cell phones is not recommended near the medical equipment because the radio waves
used for the communication through cell phones causes interference in these devices [3]. Using a similar method as
video streaming, the groundwork for setting up audio communication over an IP address has been carried out for the
framework. IP cameras enabled with microphones or standalone microphones can be used to achieve the functionality
of this service.
GPS Navigation: The core services provided was built by Dinuka Perrera [4]. Utilizing the ability of systems
based on SOA to rapidly aggregate services, this GPS service was introduced into our Patient Monitoring System
Application to provide navigational support to the ambulance.
Table 1. SUMMARY OF SERVICES
Service Interface Modules Located in Services Offered
IGuiDR Hospital Module Start initialization of services
for the Doctor GUI
IGuiTCM TCM Module Start initialization of services
for the TCM GUI
IVideoStream Ambulance Module (Service Provider) Establish video stream
Hospital Module (Service Consumer) connection via ad-hoc network
IPatientMonitor Ambulance Module (Service Provider) Capture data from network enabled
Hospital Module (Service Consumer) medical devices
IPatientSpecMonitor Ambulance Module (Service Provider) Create connection with medical device
Hospital Module (Service Consumer) implanted/on patient for data capture
IAudio Ambulance Module (Service Provider) Enable audio communication with VOIP
Hospital Module (Service Consumer)
IServiceFactory Server Module Handles and tracks the
dynamism of the services
IGpsService Ambulance Module Collects location data for navigation
The aggregation of the services in the Table 1 to form Health Telematic Applications is shown in Figure 3. Figure
3(a) shows the aggregation of services to obtain the Doctor GUI. Figure 3(b) shows the aggregation of services to
obtain Navigation GUI.
6. PERFORMANCE BENCHMARKING RESULTS
The VisualVM proﬁling tool was used to record the performance of the system. With the help of VisualVM, data
on the utilization of memory, CPU usage, memory heap and, peak and active thread counts was recorded for further
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(a) Doctor GUI at the Hospital showing the realtime data
acqusition from onsite medical instruments (ECG), Voice
over Internet and Live camera feed
(b) Navigation GUI at the Ambulance showing the navigation info,
realtime GPS tracking , Voice over Internet and Live camera feed
from the Ambulance
Fig. 3. Graphical user Interface of Health Care Telematics Application created using services described in Table 1
analysis. Along with the data recorded with VisualVM, the Windows Task Manager was used to corroborate the
ﬁndings and give a deeper look into the active processes count to analyze the load, the Patient Monitoring System has
on the CPU.
In (Figure 4(a)), we see that prior to the initialization of the system, the CPU usage is 9% and the live processes
count is 77. After running the system application for over 4 minutes, we see in Appendix (Figure 4(b)) , that the
CPU usage is 16% and the live processes count is 83. From the system performance and the graphs provided by
the Windows Task Manager, it can be clearly seen that the Patient Monitoring System increases the CPU usage by
a signiﬁcantly low percentage of 7 and the live process count jumps only by 6. VisualVM proﬁler was also used to
obtain performance data of application. The memory used is very low (around 18 MB) and the CPU utilization and
process count shown by Windows Task Manager is corroborated in these results.
(a) Windows Perfomance Metrics- before Service Initiation (b) Windows Perfomance Metrics- After Services are running
Fig. 4. Performance of the Application showing minimal resource usage - Application uses only 6 threads and 7% of CPU usage
7. ADVANTAGES
The Patient Monitoring System application uses all the features that make the OSGi platform so appealing to appli-
cation developers. The system is created to allow the services to be dynamic, interoperable and hardware independent.
The security features of the OSGi framework have been utilized to protect the system against hackers. The system
incorporates the use of a proﬁler which helps the application creators to collect performance and usage statistics,
which can be analyzed to improve the systems function and consumption of resources. From the graphs and statistics
obtained from the Windows Task Manager and VisualVM we can determine that,
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• The Patient Monitoring System application uses signiﬁcantly low memory (around 18MB) which allows the
system to be portable since the system will even run on connections with low bandwidth. Seeing the low
memory consumption, it can also be said that poor/weak connectivity will not prove a present a big hurdle.
• The low CPU utilization shows that the application does not slow down the PC and can be run in the background
without hindering other applications.
• The low utilization of resources makes this system application an ideal ﬁt for porting onto small embedded
devices.
• The proﬁling results show that the system application takes up a signiﬁcantly low thread and process count
which coupled with the systems resource friendliness, further corroborates that the system application can be
easily ported onto embedded devices.
• The services are running on a JAVA Virtual Machine ( JVM), which makes the services inter operable and
platform independent.
8. CONCLUSIONS
The objective to develop a Service Oriented Application to provide patient monitoring was successfully created
and implemented in the Patient Monitoring System application using an OSGi framework. Core OSGi services were
successfully built and published as Open Source Software. These services are video streaming, patient vitality moni-
toring and audio communication through VOIP. The services are built to be ﬂexible and modular to promote reusabil-
ity. These services were incorporated into the Patient Monitoring System application to successfully simulate a Cyber
Physical System. The OSGi framework was successfully used to rapidly aggregate previously built services into
a proof-of-concept application. The application built is platform and hardware independent by running the OSGi
framework on a JVM. The application architecture allows for dynamism and interoperability to promote system scal-
ability. The security features of the OSGi framework were incorporated to make the services secure against hacking
and unauthorized access. The system application was subjected to performance benchmarking tests which proved the
system to be lightweight and portable. The Conclusion was drawn that this system was a good ﬁt to be ported onto
small embedded systems.
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